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and Jun Chen*,†
†
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ABSTRACT: A highly sensitive and selective dopamine sensor was fabricated with the unique 3D carbon nanotube nanoweb
(CNT-N) electrode. The as-synthesised CNT-N was modified by oxygen plasma to graft functional groups in order to increase
selective electroactive sites at the CNT sidewalls. This electrode was characterized physically and electrochemically using
HRSEM, Raman, FT-IR, and cyclic voltammetry (CV). Our investigations indicated that the O2-plasma treated CNT-N
electrode could serve as a highly sensitive biosensor for the selective sensing of dopamine (DA, 1 μM to 20 μM) in the presence
of ascorbic acid (AA, 1000 μM).
KEYWORDS: dopamine, ascorbic acid, carbon nanotube nanoweb, O2 plasma, biosensor

1. INTRODUCTION
Dopamine (DA) is one of most important neurotransmitters
across all animals, including humans. Alterations in DA
contribute to the development of a number of severe mental
illnesses, such as Parkinson’s disease, Schizophrenia and
depression.1−3 Clearly, an early detection of DA is important;
therefore, detection of DA using voltametric methods has been
widely reported,4 because electrochemical measurements
require simple equipment and produce fast detection. However,
a critical issue that needs to be overcome is the selectivity of the
electrode due to the overlapping oxidation potential (Eox) of
DA with other chemicals present in the central nervous system.
In particular, ascorbic acid (AA) has been the major interfering
species due to its abundance in serum samples (much higher
than DA) and having a close Eox to that of DA.5 In order to
selectively detect DA, novel electrode materials including
polymer-based films6−9 and metal nanoparticles have been
developed; however, there are still barriers that need to be
overcome, such as inference from AA and low DA oxidation
signals.10−12 Recently, carbon nanomaterials13−18 are proving
to be among the outstanding candidates as novel platforms for
sensing because their bio-electrocatalytic properties, chemical
functionalities, and physical stability can be quite easily tailored.
Among the carbon nanomaterials, carbon nanotube (CNT) has
been particularly attractive as novel platform for DA sensing.
© 2011 American Chemical Society

Recent studies showed that the utilization of CNT-based
electrodes is conducive to obtain a significant separation of Eox
for both DA and AA, which could improve the selective sensing
of DA against up to 200 μM AA with improved sensitivity
(increased voltametric current signals).19 These merits are
perhaps attributed to the highly electroractive surface area and
the fast electron-transfer properties of CNT-based electrodes.20
However, up to now, most CNT-based electrodes have been
utilizing randomly structured CNT materials, which exhibit
poor electric contact with current collector of the electrode and
also low utilization efficiency of the CNT materials. Therefore
in this study, we report a highly efficient 3D carbon nanoweb
electrode21 as a novel platform for the selective detection of DA
over AA. The as-synthesized CNT-N electrode consisting of a
highly porous tangled CNT top network layer and a dense
bottom CNT-carbon composite layer provides an ideal
configuration for a highly sensitive (high surface area) and an
electrically and mechanically robust electrode (i.e., the active
CNT network is intimately connected with the highly
conducting support).22 Here, we demonstrate that after an
oxygen (O2) plasma treatment is employed, the CNT-N shows
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extremely promising results in the selective detection of DA in
the presence of AA using differential pulse voltammetry (DPV).

2. EXPERIMENTAL SECTION
2.1. Reagents and Materials. Dopamine hydrochloride
(DA) and ascorbic acid (AA) were obtained from Fluka and
Sigma, respectively. Both DA and AA solutions were freshly
prepared before electrochemical tests. A phosphate buffer saline
(PBS) was prepared from NaH2PO4 (Fluka) and Na2HPO4
(Sigma-Aldrich). The pH value of the buffer solution was
adjusted to 7.0 with NaOH (Chem-supply).
2.2. Electrode Preparation. The 3D CNT-N were
synthesised by the modified chemical vapour deposition
(CVD) method as described in our previous report.21 The
entangled carbon nanotube/conductive carbon networks
(CNT-N) were synthesised by the decomposition of acetylene
over Iron(III) Tosylate (Fe(III)pTs) thin films which were
spin-coated onto quartz plate. First, a piece of Fe(III)pTs thin
film coated quartz plate was placed in a chemical vapor
deposition (CVD) furnace at 60°C in an argon atmosphere.
Hydrogen was introduced at a flow rate of 20sccm to reduce
the Fe3+ to catalytically active Fe0 centres at 550°C. Followed
with the decomposition of acetylene (with a gas flow of C2H2/
H2 at 15/5sccm) over the Fe0 centers to induce the CNT
growth at 800°C for 30 min. Finally, the furnace was cooled
down to room temperature under an Argon atmosphere. After
the growth, a free standing piece of NanoWeb was transferred
from quartz plate to ITO-coated glass and ready for further
investigations. The oxygen (O2) plasma treatment for CNT-N
electrode was performed using a plasma generator (Harrick
Plasma, USA) at room temperature and 0.6 Torr O2 pressure
for 15 min.
2.3. Characterization. The HRSEM images of the
electrode surface were taken in a JSM7500FA field emission
scanning electron microscope (JEOL Ltd, Japan) to monitor
the CNT-N morphology. Raman spectra were recorded using a
Jobin-Yvon Horbia 800 (Horiba Ltd., France) with 632.8 nm
HeNe laser excitation. The Fourier transform infra red (FT-IR)
spectra of CNT-N were obtained with AIM-8800 automatic
infrared microscope (Shimadzu Corporation, Japan). Both
Raman and FT-IR were employed to determine and/or confirm
the functional groups introduced by O2 Plasma. The Cyclic
voltammogram (CV) and the differential pulse voltammogram
(DPV) were performed using a CHI720C electrochemical
workstation (CH Instruments Inc., USA). The following
parameters were used to record DPV. The amplitude was
0.05 V. The pulse width was 0.05 s. The sample width was
0.025 s, and the pulse period was 0.2 s. All measurements were
conducted at room temperature in a standard three-electrode
cell that consists of the CNT-N working electrode, a Pt mesh
counter electrode, and an Ag/AgCl reference electrode.

Figure 1. Physical characterisation of CNT-N: (A) digital image of
free-standing CNT-N, (B) surface morphology of CNT-N and TEM
image of as-synthesised CNT (the inset), and (C, D) SEM images of
cross-sectional area CNT-N.

view of the CNT-N illustrates that part of the tangled porous
CNT network is intimately connected to a dense carbon layer
(bottom). This bottom layer forms a mechanically robust
continuous support layer for the entangled CNT network and
simultaneously provides lateral electrical connection with a low
surface resistance of 70 Ω/□. Therefore, the CNT-N provides
a unique 3D architecture that can be directly used as an
electrode maintaining the original porous structure.22
3.2. Plasma Treatment for the Electrode. The assynthesised CNT-N is hydrophobic and chemically inert which
impedes electrochemical investigations in aqueous environments. From contact angle analysis, it presents a significantly
high H2O contact angle of 147.5° (Figure 2A inset, hydrophobic) for the original CNT-N. Surface treatment or
functionalisation has been shown to be critical for the
interaction between the CNTs surface and biomolecules.23
Recent investigation indicated that cold gas plasma is an
effective treatment for functionalisation of CNTs without
detrimental effect on the original CNT structure,24 whereas
harsh chemical oxidation (using HNO3, H2SO4, and KMnO4)
strongly etches CNT sidewalls and results in CNT shortening
which negatively effects their electronic properties.25,26 The
CNT-N was treated with O2 plasma in order to render the
CNT surface with oxygen-containing functional groups. The
FT-IR analysis (Figure 2A) confirmed different appended
surface species between the as-synthesized and O2 plasmatreated CNT-N. The as-synthesized CNT-N showed virtually
no surface functionality while the plasma-treated CNT-N
revealed signature vibration bands for hydroxyl at 914 and 1414
cm−1and carboxyl and carbonyl at 1605 and 1722 cm−1,
respectively. In addition, the Raman spectra (Figure 2B) for
CNT-N show clear differences in the spectral response after O2
plasma treatment. The D band peak position is constant for
both samples at approximately 1330 cm‑1, however after plasma
treatment the G peak, at around 1580 cm‑1 is split into two
separate peaks. Previous reports have demonstrated that the
higher wavenumber peak arises from defects along the CNT
sidewall.27−29 The increased ID/IG (from 1.19 to 1.24) also
supports the generation of defect sites after plasma treatment,
as suggested by the FT-IR spectra. Furthermore, the plasma

3. RESULTS AND DISCUSSION
3.1. CNT-N. Figure 1A shows the digital image of a small
piece of freestanding CNT-N (CNT-N) peeled off from quartz
plate. The SEM image of the top surface of the CNT-N (Figure
1B) reveals an entangled CNT structure with a average of ∼60
nm diameter. In addition, the insert TEM image also confirms a
clear nanotube structure of the entangled CNTs. This top layer
forms a highly porous entangled structure ideal for providing
large surface area per unit volume electrodes. Followed with
cross-section SEM images (Figure 1C, D), the cross-sectional
45
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Figure 3. (A) CV of the O2 plasma-treated CNT-N electrode in 20
μM DA solution (pH 7.0 PBS) at different scan rates (a−k): 20, 40,
60, 80, 100, 120, 140, 160, 180, and 200 mV s−1; (B) calibration plots
of peak current to square root of scan rates obtained from CV.

Figure 2. (A) FT-IR spectra and (B) Raman spectra of the pristine
and O2 plasma-treated CNT-N.

treatment resulted in significantly improved wettability under
aqueous environments. In comparison, no H2O contact angle is
measurable (close to 0°, fully hydrophilic) after O2 plasma
treatment, compared with a contact angle of 147.5° before O2
plasma treatment. This kind of improvement could play a
important role in sensing performance.
3.3. Cyclic Voltammetry. Figure 3A shows the cyclic
voltammograms (CVs) of a plasma treated CNT-N bioelectrode in PBS containing 20 μM DA. The CVs clearly show
pairs of symmetric redox peaks that can be ascribed to the
electron transfer-chemical reaction-electron transfer (ECE)
mechanism. The first step of DA oxidation involves the twoelectron transfer and generation of dopaminoquinone;
dopaminoquinone then transforms to leucodopaminechrome,
which is further oxidized to dopaminechrome in pH 7 solutions
as follows:30

of DA is the dominant mechanism. These processes signified
reversible electron transfer reactions that exhibited close to
ideal and reversible kinetic behaviours at the CNT-N
electrode.31
3.4. Differential Pulse Voltammogram Determination
of DA and AA. The selective determination of DA in the
presence of ascorbic acid (AA) was investigated using
differential pulse voltammetry (DPV). Figure 4A shows the
representative DPV curves of various DA concentrations in
PBS solution (pH 7.0) with the presence of 1000 μM AA using
plasma-treated CNT−N electrode. The peak currents (within
5% variable using diffent electrodes) assigned to the oxidation
of DA (at 0.17 V vs. Ag/AgCl) show a linear response with
increasing DA concentration represented by Ipa =14.69CDA −
5.84 (R = 0.996) (Figure 4B), whereas no apparent DPV signal
was observed for AA. For the comparison, when using a pristine
CNT-N electrode under identical testing conditions (Figure
5A), it is noted that AA is detected at 0.09 V vs Ag/AgCl and
an overlapping signal was observed when a mixture of DA and
AA (at a DA/AA ratio of 0.02) was evaluated. Furthermore, the
plasma treated CNT-N also showed significantly increased
signal (i.e., Ipa) than that of pristine CNT-N, which may be due
to the increased wettability. The Ipa for a 20 μM DA solution at
a plasma treated CNT-N electrode (278 μA cm−2) was 17
times higher than that of pristine electrode under identical
testing conditions (16 μA cm−2, Figure 5B). This result showed
excellent combined selectivity and sensitivity relative to
literature reports that utilized other electrodes, 2−70 μM for
poly (vinyl alcohol),32 2−80 μM for poly-chromotrope,33 24−
384 μM for pyrolytic graphite.34 Better sensitivity of 0.2−45.8
μM was demonstrated for poly-Tiron film; however, the
response of AA is much stronger than that of DA and the

The anodic and cathodic peak current (Ipa and Ipc,
respectivey) were shown to increase linearly with the square
root of scan rate in the investigated range (from 20 to 200 mV
s−1) (Figure 3B). The linear relationship for anodic peak
current response is represented by Ipa = 9.47ν1/2 − 42.03 (R =
0.992), which suggests a diffusion-controlled oxidation process
46
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Figure 5. (A) DPV of (a) 20 μM DA, (b) 1000 μM AA, and (c) 20
μM DA and 1000 μM AA on the pristine CNT-N in pH 7.0 PBS. (B)
DPV of (a) 20 μM DA on the pristine CNT-N and (b) 20 μM DA and
1000 μM AA on the O2 plasma-treated CNT-N in pH 7.0 PBS.

Figure 4. (A) DPV of different concentration DA (a) 0, (b) 1, (c) 2,
(d) 5, (e) 10, and (f) 20 μM in the presence of 1000 μM AA on the O2
plasma-treated CNT-N in pH 7.0 PBS. (B) Calibration plots of peak
current (within 5% variable using diffent electrodes) to the
concentration of DA from DPV on the O2 plasma-treated CNT-N.

reversible electron transfer reactions in the dopamine detection.
By using DPV method, the linear of anodic current peaks of DA
was covered from 1 μM to 20 μM. In spite of the coexistence of
AA, there was just a single oxidation curve, corresponding to
DA, and no inference towards the peak current of DA.
Promised increased selectivity was demonstrated in this study
using plasma-treated CNT-N as the electrode, showing
insignificant interferences in the presence of AA. Briefly the
O2-plasma treated CNT-N electrode has the potential to be
used and developed into a truly selective dopamine sensor,
whereas the response from AA is negligible.

correlation coefficient (0.991) is much lower than that in our
study.35
The above demonstrated selective detection of plasmatreated CNT-N electrode towards DA at DA/AA concentration
ratio (from 1:1000 to 20:1000) may be ascribed to electrostatic
interactions. At solution of pH 7.0, the CNT surface functional
groups are predominantly deprotonated, whereas DA and AA
are dissociated, hence an electrostatic attraction of cationic DA
to the surface of nanoweb is preferred over the anionic AA to
which electrostatic repulsion is expected to occur. The high
sensitivity may be due to the combination of several positive
attributes of the plasma treated CNT-N. The three-dimensional
and highly conductive network provides a large specific surface
area that improves both the ionic and electronic transport
capacities.36 By rendering the CNT surface more hydrophilic,
the interaction with polar molecules is significantly enhanced.
This effect is best displayed by the increased Ipa suggesting that
higher amounts of DA penetrate into the 3D nanoweb
architecture due to the increased hydrophilicity after plasma
treatment. In addition, the π−π interactions between CNTs
and DA that is absent for AA could be another contributing
factor.37
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